Intraoperative CT monitoring during stereotactic brain surgery.
This paper reports our experience in performing the entire stereotactic surgical procedure with a CT scanner, which shows that target shifting can occur as the probe approaches the target. Therefore, when sampling of small targets or specific sites within larger targets is desired. CT confirmation of the probe's position ensures that the specific area seen on CT is biopsied.